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SENSISpec ELISA Vitamin B12 96 Tests 
Enzyme Immunoassay for the Quantitative  

Determination of Vitamin B12 in Food 
(Cat.nr. HU0030400) 

 
Sensitivity  0.3 ng/mL 
Recovery 98% 
Incubation Time 80 min 

 
1. GENERAL INFORMATION 
 

Vitamin B12 as a trace element belongs to the biologi-

cally important chelate formers. The basic unit consists 

of a corrin ring with cobalt as a central atom. Cobalt is 

sixfold coordinated by four nitrogen atoms, one cyanide 

and a dimethylbenzimidazol group. Vitamin B12 forms a 

stable complex, which is absorbed in the lower part of 

the small intestine, with the so-called intrinsic factor pre-

sent in the gastric juice. A lack of vitamin B12 can lead 

among other things to pernicious anemia. This disease 

is not generated by an insufficient supply of vitamin B12, 

but by the absence of intrinsic factor. A pernicious ane-

mia can be treated by a high dosage of vitamin B12. 

The existing detection procedures are mainly microbio-

logical methods (1), but also HPLC and thin-layer chro-

matography, all of which are associated with a high 

amount of time and instrumentation. 
With the present test kit it is possible, to determine vita-
min B12 quantitatively in vitaminated food (2) in a signif-
icantly faster way (2.5 to 4 hours inclusive sample pre-
treatment) compared with a conventional microbiologi-
cal assay (24 to 48 hours). 
 
2. PRINCIPLE OF THE TEST 
 
The SENSISpec Vitamin B12 quantitative test is based 
on the principle of the enzyme linked immunosorbent 
assay. An antibody directed against vitamin B12 is 
bound on the surface of a microtiter plate. Vitamin B12 
containing samples or standards and a vitamin B12-pe-
roxidase conjugate are given into the wells of the micro-
titer plate. Enzyme labeled and free vitamin B12 com-
pete for the antibody binding sites. After one hour incu-
bation at room temperature, the wells are washed with 
diluted washing solution to remove unbound material. A 
substrate solution is added and incubated for 20 
minutes, resulting in the development of a blue colour. 
The colour development is inhibited by the addition of a 
stop solution, and the colour turns yellow. The yellow 
colour is measured photometrically at 450 nm. The con-
centration of vitamin B12 is indirectly proportional to the 
colour intensity of the test sample. 
 
 
 

3. PRECAUTIONS 

 
Full compliance of the following good laboratory prac-

tices (GLP) will determine the reliability of the results: 

 

1. Prior to beginning the assay procedure, bring all re-

agents to room temperature (20-25°C). 

 

2. All reagents should be mixed by gentle inversion or 

swirling prior to use. Do not induce foaming. 

 

3. Once the assay has been started, all subsequent 

steps should be completed without interruption and 

within the recommended time limits. 

 

4. Replace caps in all the reagents immediately after 

use. Do not interchange vial stoppers. 

 

5. Use a separate disposable tip for each specimen to 

prevent cross-contamination. 

 

6. All specimens and standards should be run at the 

same time, so that all conditions of testing are the 

same. 

 

7. Do not mix components from different batches. 

 

8. Do not use reagents after expiration date. 
 

9. Check both precision and accuracy of the laboratory 

equipment used during the procedure (micropipets, 

ELISA reader etc.). 
 
4. HEALTH AND SAFETY INSTRUCTIONS 
 

1) Do not smoke or eat or drink or pipet by mouth in the 

laboratory. 

 

2) Wear disposable gloves whenever handling patient 

specimens. 

 

3) Avoid contact of substrate and stop solution with 

skin and mucosa (possible irritation, burn or toxicity 

hazard). In case of contact, rinse the affected zone 

with plenty of water. 

 

4) Handling and disposal of chemical products must be 

done according to good laboratory practices (GLP). 
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5. REAGENTS 
 

The kit contains reagents for 96 determinations. They 

have to be stored at 2-8°C. Expiry data are found on the 

labels of the bottles and the outer package. 

 

1) Microtiter plate consisting of 12 strips with 8 breaka-

ble wells each, coated with anti-vitamin B12.  

 

2) Vitamin B12 Standards (0; 0.4; 1; 4; 10; 40 ng/mL): 6 

vials with 0.5 mL each, dyed red, ready-to-use.  

 

3) Conjugate (Vitamin B12-Peroxidase): 6 mL, dyed 

red, ready-to-use.  

 

4) Substrate Solution (TMB): 15 mL; ready-to-use.  

 

5) Stop Solution (0.5 M H2SO4): 15 mL; ready-to-use.  

 

6) Sample Diluent (PBS): 2 x 60 mL; dyed red, ready-

to-use.  

 

7) Washing Solution (PBS + Tween 20): 30 mL as 10x 

concentrate, dyed blue. Dilute 1+9 with distilled wa-

ter. If during the cold storage crystals precipitate, the 

concentrate should be warmed up to 37°C for 

15 minutes.  

 

8) Two plastic foils to cover the strips during the incu-

bation.  

 

9) Plastic bag to store unused microtiter strips.  

 

10) Instruction Manual. 
 
6. ADDITIONAL INSTRUMENTATION AND 

REAGENTS (not provided) 

Instrumentation 

 100 - 1000 µL micropipets 

 Volumetric flask 

 Analytical balance 

 Mortar, mixer 

 Water bath 

 Centrifuge 

 ELISA reader (450 nm) 

Reagents 

 Potassiumhexacyanoferrate(II)-3-hydrate (150 g/L; 

Carrez I) 

 Zincsulfate-7-hydrate (300 g/L; Carrez II) 

 Double-distilled water 

 1 M caustic soda solution 

 1 M hydrochloric acid 

 PBS (8.77 g/L NaCl, 0.70 g/L NaH2PO4x2H2O, 2.90 

g/L Na2HPO4x2H2O) 

 

7. SAMPLE PREPARATION 

 
The vitamin is extracted from the sample by double-dis-

tilled water. After the dissolution, the pH is adjusted by 

1 M caustic soda solution or 1 M hydrochloric acid to 6-

7. Afterwards potential turbid matter is precipitated by 

Carrez I (150 g/L Potassiumhexacyanoferrate(II)-3-hy-

drate) and Carrez II (300 g/L Zincsulfate-7-hydrate). 

The extract is filled up to a defined volume and is cen-

trifuged. Samples which are difficult to dissolve in cold 

water can be brought in solution by gentle warming. Af-

ter the centrifugation, the samples are further diluted by 

the supplied sample diluent. To exclude interfering ma-

trix or pH effects, a minimal dilution of 1 in 5 should be 

followed. We recommend a dilution to 1-10 ng/mL, in 

order to obtain an optimal accuracy during the meas-

urement. 

 

Grain products normally contain low concentrations of 

vitamin B12. In order to avoid high dilutions, the sample 

can be extracted directly by sample diluent instead of 

double-distilled water. The amount of sample diluent 

supplied in the kit is not sufficient in this case. The buffer 

can however be ordered separately from Eurofins 

Technologies. 

Multivitamin Tablets and Capsules 

The tablets and capsules are dissolved in double-dis-

tilled water, and the pH value is adjusted to 6-7. Then 

0.5 mL each of Carrez I and Carrez II are added, and 

the solution is filled up to a defined volume by double-

distilled water. The solid matter is separated by centrif-

ugation, and the upper phase is further diluted by sam-

ple diluent. To dissolve the capsules, heating to 

30-40°C is recommended. 

Multivitamin Juices 

The juice is adjusted to pH 6-7, 0.5 mL each of Carrez 

I and Carrez II are added, and the solution is filled up to 

a defined volume by double-distilled water. The solid 

matter is separated by centrifugation, and the upper 

phase is further diluted by sample diluent. 

Multivitamin Jam 

The jam is homogenised in a mixer, and approximately 

8 grams are extracted by double-distilled water, the pH 

is adjusted to 6-7 and 0.5 mL each of Carrez I and 

Carrez II are added. Afterwards the solution is filled up 

to a defined volume by double-distilled water. The solid 

matter is separated by centrifugation, and the upper 

phase is further diluted by sample diluent. 

Grain Products (Corn Flakes and Muesli) 

3-5 grams of sample are homogenised by a mortar or a 

mixer, extracted by double-distilled water, the pH is ad-

justed to 6-7, and 0.5 mL each of Carrez I and Carrez II 
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are added. Afterwards the solution is filled up to a de-

fined volume by double-distilled water. The solid matter 

is separated by centrifugation, and the upper phase is 

further diluted by sample diluent. Grain products nor-

mally contain low concentrations of vitamin B12. In order 

to avoid high dilutions, the sample can be extracted di-

rectly by sample diluent instead of double-distilled wa-

ter. 

Multivitamin Sweets 

The sweets are dissolved by gentle heating (if neces-

sary) in double-distilled water, the pH is adjusted to 6-

7, and 0.5 mL each of Carrez I and Carrez II are added. 

Afterwards the solution is filled up to a defined volume 

by double-distilled water. The solid matter is separated 

by centrifugation, and the upper phase is further diluted 

by sample diluent. 

Milk 

5 mL of a fresh milk sample (full-cream milk or skim 

milk) are pipetted into a test tube and refrigerated for 30 

minutes at 2-8°C. Afterwards the sample is centrifuged 

for 10 min at 3000 g. The upper fat layer is aspirated 

and discarded. The remaining aqueous layer is diluted 

1:5 in sample diluent. 

Dry Milk Instant Formula 

10 g of dry milk instant formula are suspended in 25 mL 

PBS and filled up to 50 mL. The mixture is vortexed in-

tensely for 10 min and heated for 3 min in boiling water 

afterwards. After cooling to 20-25°C it is centrifuged for 

10 min at 3000 g. The upper fat layer is aspirated and 

discarded. The remaining aqueous layer is diluted 1:5 

in sample diluent. 
 
8. PROCEDURE 

 
1. Prepare samples as described above. 

 

2. Pipet 50 µL standards or prepared samples in dupli-

cate into the appropriate wells of the microtiter plate. 

Immediately add 50 µL vitamin B12-peroxidase con-

jugate into each well.  

 

3. Cover the microtiter plate with a plastic foil and incu-

bate for 60 minutes at room temperature on a micro-

titer plate shaker (or 90 minutes without shaker). 

 

4. Wash the plate three times as follows: Discard the 

contents of the wells (dump or aspirate). Pipet 

300 µL of diluted washing solution into each well. Af-

ter the third repetition empty the wells again and re-

move residual liquid by striking the plate against a 

paper towel. The wash procedure is critical. Insuffi-

cient washing will result in poor precision and falsely 

elevated absorbencies. 

5. Pipet 100 µL of substrate solution into each well. 

 

6. Allow the reaction to develop in the dark (e.g. cup-

board or drawer; the chromogen is lightsensitive) for 

20 minutes at room temperature. 

 

7. Stop enzyme reaction by adding 100 µL of stop so-

lution (0.5 M H2SO4) into each well. The blue colour 

will turn yellow upon addition. 

 

8. After thorough mixing, measure absorbance at 450 

nm (reference wavelength 620 nm), using an ELISA 

reader. The colour is stable for 30 minutes. 
 

9. CALCULATION OF RESULTS 

 
1. Calculate the average optical density (OD 450 nm) 

for each set of reference standards or samples. 

 

2. Construct a standard curve by plotting the mean op-

tical density obtained for each reference standard 

against its concentration in ng/mL on semi-log graph 

paper with the optical density on the vertical (y) axis 

and the concentration on the horizontal (x) axis. 

 

3. Using the mean optical density value for each sam-

ple, determine the corresponding concentration of 

vitamin B12 in ng/mL from the standard curve. De-

pending on experience and/or the availability of 

computer capability, other methods of data reduc-

tion may be employed. 

 
The diluted samples must be further converted by the 
appropriate dilution factor. The factor is dependent on 
the sample preparation procedure employed. Applying 
the procedures for milk and dry milk instant formula 
the dilution factors are 5 or 25 respectively. 
  
10. TYPICAL STANDARD VALUES 

 
The following table contains an example for a typical 
standard curve. The binding is calculated as percent of 
the absorption of the 0 ng/mL standard. These values 
are only an example and should not be used instead of 
the standard curve which has to be measured in every 
new test. 
 

Vitamin B12 (ng/mL) (% binding of 0 ng/mL) 

 0 100 
 0.4   86 
 1.0   70 
 4.0   24 
 10   10 
 40     4 
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11. PERFORMANCE 

Sensitivity 

The sensitivity of the SENSISpec Vitamin B12 test is 

0.3 ng/mL (based on the standard curve). 

Recovery 

The recovery of spiked samples was determined to 

98%. 

Intra-assay Precision 

The intra-assay variation of the vitamin B12 test was de-

termined to 3%. 

Cross-reactivity relative to vitamin B12 (=100%) 

Hydroxycobalamine 29% 
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